[Improved stand for the IVCh-02 pallesthesiometer].
A support for the pallesthesiometer, model IVCh-02, which permits it to fix the position of the supper limb in measuring the vibration sensitivity threshold is proposed. This design ensures a stable digital pressure on the vibrator. The threshold levels of the vibration sensitivity registered by using this support are distinguished by lesser variability and greater accuracy as compared to those obtained with the batch-manufactured support.